[Nuclear surface of buccal cells as a function of the nature of the stain. Measurements with an image analyzing computer].
Measure of nuclear areas was performed on buccal smears by the Quantimet 720 image analysing computer. Five different staining procedures were used and we consider that toluidin blue at pH 4 is the best for a fine quantitative caryometry.